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Culture  using  either  1%  or  10%  calf  serum-containing  medium  allows  the  cells  to 
reach  a plateau  in  growth.  Cultures  can  be  maintained  in  either  a once-through 
perfusion  mode  or  a recirculation  perfusion  mode  for  prolonged  periods  at  rates 
slow  enough  to  allow  rapid  measurement  of  oxygen  and  glucose  utilization  and  (ovei 
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’’  lactic  acid  excretion  rate  provided  that  (1)  the  flow  rate  is  slow  enough  and 

(2)  the  toxin  is  in  direct  contact  with  the  cells,  r To  meet  the  latter  condi- 
tion, we  have  investigated  a new  design  for  perfusion  where  the  shell  contain- 
ing the  cells  is  directly  perfused  with  growth  medium. 
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SUMMARY 


A rapid,  sensitive  detector  of  toxic  components  in  recycled  water  intended 
for  human  consumption  is  being  developed  by  G SRI  for  the  U .S.  Army  MUST  pro- 
gram. in  cur  first  year  of  effort  we  have  investigated  the  feasibility  or  using 
metabolic  changes  of  mammalian  cell  cultures  on  artificial  capillary  units  as 
the  detector  response. 

Activities  directed  toward  this  goal  in  the  first  year  have  included  (1) 
growth  of  cells  on  highly  permeable  capillary  units,  (2)  the  optimization  of 
the  response  times  of  cells  on  these  units,  both  for  detection  of  metabolic 
activity  and  for  assessment  of  toxic  response,  and  (3)  the  measurement  of 
response  to  certain  selected  toxins.  These  activities  are  prerequisite  to 
successful  development  of  a detector  prototype. 

We  have  investigated  methods  to  establish,  rapidly,  a population  of 
motabolicallv  stable  cells  sufficient  for  metabolic  rate  measurement,  on  the 
units.  These  methods  include  planting  of  high  cell  numbers  per  unit  and  the 
use  of  medium  containing  a low  serum  content.  Metabolic  activity  of  cells  on 
artificial  capillary  units  has  been  assessed  by  measuring  the  rate  of  glucose 
and  oxygen  utilization  from,  and  the  lactic  acid  excretion  into,  the  perfusate 

medium  of  L929  and  BHK  cells  on  the  units.  Variation  of  metabolic  activities 
with  (1)  time  in  culture,  (2)  flow  rate,  (3)  medium  serum  concentration,  and 
(A)  toxin  dosages  has  been  followed.  Different  perfusion  modes  have  also 
been  studied.  Capillary  culture  units  have  been  perfused  (1)  by  medium  re- 
circulating from  a reservoir  through  the  capillary  bore,  (2)  by  medium  passing 
through  the  capillary  bore  and  then  to  waste,  and  (3)  by  medium  which  is 
passed  through  the  shell  and  then  discarded. 

Our  initial  findings  Include  the  following:  The  metabolic  activity  of 

the  ceils  is  dependent  on  the  perfusion  Flow  rate.  Cultures  of  BHK  and  T929 
cells  can  be*  maintained  for  extended  periods  in  medium  containing  low  serum 
(IT)  using  either  once.-through  or  recycled  flow.  To  date,  the  best  mode  of 
operation  for  measurement  of  rapid  toxic  response  is  to  pass  medium  containing 
toxin  through  the  shell  of  the  artificial  capillary  unit.  When  this  mode  was 
used,  the  change  in  cellular  metabolic  activity  upon  introduction  of  KC'.N, 
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o-toluidine,  and  iodoacetate  into  the  medium  was  sensed  almost  immediately  after 
introduction  of  the  toxin  within  the  capillary  unit  shell.  In  some  cases, 
the  change  in  metabolic  activity  could  be  entirely  reversed  by  subsequent 
perfusion  of  fresh  medium  (not  containing  toxin)  through  the  shell.  The  best 
and  most  sensitive  means  of  assaying  cellular  metabolic  activity  is  by  oxygen 
utilization. 

The  results  of  our  first  year  of  investigations  indicate  that  stable 
populations  of  either  1.929  or  BHK  cells  can  be  maintained  on  the  capillary 
units  for  extended  periods,  that  response  to  certain  toxins  can  be  detected 
within  5-15  min  after  introduction  of  toxin,  and  that  cell  recovery  after 
brief  exposure  to  toxins  is  possible. 
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In  portable  field  hospitals  under  development  in  the  U.S.  Army  MUST 
program,  it  is  intended  that  the  water  supply  wilL  come  only  from  wastewater 
purified  by  a multiple  treatment  process  including  reverse  osmosis  and  ozonation. 
The  purification  w'ill  require  that  the  water  supply  contain  no  elements  that 
can  be  immediately  or  subsequently  toxic  to  humans.  In  order  to  insure  that 
the  toxin  level  in  the  water  is  low  enough  for  safe  human  consumption,  a 
biological  detector  of  toxicity  is  being  developed  by  Gulf  South  Research 
Institute.  Such  a detector  must  be  capable  of  rapid  response  and  sufficient 
sensitivity.  We  plan  to  use  a det'Ctor  in  which  mammalian  cells  are  main- 
tained on  artificial  capillary  tissue  culture  units^  by  a perfusate  composed 
of  growth  medium  mixed  with  the  water  stream  to  be  tested.  A deviation  in 
the  cellular  metabolic  activity  below  or  above  a threshold  (to  be  determined) 
would  indicate  a toxic  response.  Should  a toxic  response  be  obtained,  the 
water  stream  would  be  diverted  from  the  potable  water  reservoir.  The  response 
of  animal  cells  in  culture  to  toxins  incorporated  in  the  growth  medium  has 
already  been  shown  to  be  a vaild  method  for  testing  the  relative  toxicity  of 
a chemical  . 


1.1  FIRST  YEAR  OBJECTIVES 

The  first-year  goals  included  selection  of  tissue  culture  cell  types 
suitable  for  monitoring  metabolic  activities  of  the  cells  on  the  artificial 
capillary  units,  establishment  of  cell  populations  on  the  units,  and  measure- 
ment of  the  response  of  these  cells  to  selected  toxins.  Wo  propose  to  devise 
a flow-through  detector  capable  of  a rapid  response  to  toxins,  and  capable  of 
good  instrumental  control . 


1 


il  - 


j 


L.2 


BACKGROUND 


1.2.1  Perfusion  Cel 1 C ulture 

It  has  been  widely  recognized  that  culture  of  cells  .is  mono-  or  multi- 
layers in  flasks  using  only  periodic  medium  changes  to  supply  nutrients  is 
subopt imal . There  are  several  reasons  for  subopt  imal  culture  under  such 
conditions:  the  growth  environment  varies  with  time  after  feeding  due  to 

nutrient  depletion  by  the  cells  (alternate  feasting  and  fasting),  a matrix 
for  three-dimensional  growth  cannot  be  built  up,  the.  medium  must  be  "recon- 
ditioned" after  each  feeding  period,  and  cell  growth  to  tissue-like  densities 
cannot  be  achieved. 

Because  these  limitations  in  conventional  flask  culture  have  been  recog- 
nized, several  perfusion  systems  for  cell  culture  have  been  designed*.  Some 
of  these  early  methods  borrowed  techniques  from  microbiological  research, 
namely  the  chemostat*’ . Such  techniques  were  designed  for  continuous  growth 
of  cells  in  suspension.  Perfusion  systems  for  monolayer  culture  were 
initially  designed  primarily  for  microscopic  work8 ’ * ' ^ . A perfusion  system 

for  culture  flasks  has  been  described  by  Kruse  et  a 1 . ' . This  system  allows 
cells  to  grow  to  tissue-like  densitites  (up  to  18  cell,  layers  thick)  in  culture 
flasks.  Kruse's  studies  with  thirteen  different  cell  types  showed  that 
these  cell  types  are  able  to  form  multilayers  under  perfusion  conditions. 

Kruse  also  showed  with  W138  cells  that  a nonmitotie  cell  population  could  be 
maintained  for  almost  one  month  by  lowering  the  medium  serum  content  from 
10  to  0.1%8. 

Although  it  is  generally  difficult  to  correlate  glucose  uptake,  cell 

numbers  and  rates  o f cell  proliferation  in  static  flask  '-ultures,  Kruse  and 

, , , , 9 

Ml  edema  were  able  to  make,  such  correlations  in  perfusion  Mask  cultures  . As 

the  celL  population  went  from  a precunf 1 uent  density  to  postconfluent  densitv, 

the  change  in  the  rate  of  proliferation  was  accompanied  hv  a proportionate 

change  in  the  rate  of  glucose  uptake.  Rates  of  glucose  uptake  correlated 

well  with  proliferation  rates  for  a number  of  fibroblast  cell  lines.  The 

average  rates  of  glucose  uptake  and  lactic  acid  production  in  postconf 1 uent 

cultures  of  W f 38  and  transformed  VI 38  cells  were  the  same  as  in  precon f I uent 
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cultures.  Kruse  calculated  that  on  the  average  for  a variety  of  veil  types 
in  perfusion  culture  the  glucose  consumption  was  roughly  5 pmol/ic/3  cells 
per  day  (0.208  umol/hr  per  10*5  cells)  and  lactic  acid  production  was  9.5 
umol/io'1  cells  per  day  (U.J96  umol/hr  per  If)*5  cells). 

The  perfusion  systems  described  above  all  allow  direct  medium  contact 
with  the  cells.  This  insures  that  serum  proteins  necessary  for  cell  growth 
will  be  able  to  interact  with  cell  surface  receptors  and  that  cellular  excre- 
tion products  which  might  interfere  with  cellular  proliferation  can  be 
continuously  removed.  The  only  limitation  to  cell  growth  in  such  systems  is 
the  requirement  that  the  bottom  celL  layer  receive  adequate  nutrients  for 
growth . 


Perfusion  Cell  Culture  on  Artificial  Car 


I ary  Knits 


In  1972  Knazek  and  coworkers  described  a perfusion  system  which  used 
semipermeahle  hollow  fibers  in  a tube-and-shell  configuration  to  support  cell 
growth'".  Since  then  a number  of  reports  describing  artificial  capillary 
systems  for  cell  culture  have  appeared''  ' ' . Diploii  ce 1 1 s ' “ ’ ^ " , transformed 


systems  for  cell  culture  have  appeared''  ' ' . Diploii  ce 1 1 s ' “ ’ ^ " , transformed 
cells'  ’ * ~ and  other  cell  types''5  have  been  successfully  maintained  on  such 
units  for  periods  as  long  as  3 months.  Tissuelike  densities  can  be  achieved'" 
and  hormone  production  per  cell  can  exceed  that  to  be  expected  from  the  same 
cells  maintained  in  flask  cultures". 

In  the  tissue  culture  mode  uescribed  by  Knazek,  et  a l . ' " medium  from 
a reservoir  is  circulated  tnrough  hollow  fibers  which  are  seaLed  into  a shell 
ant1  then  back  to  the  reservoir.  The  cells  adhere  to  the  outside  of  the  fibers 


and  are  fed  by  nutrients  from  tin-  medium,  including  oxygen  which  diffuses 

through  the  fiber  wall.  The  deoxvgenated  medium  passing  back  to  the  reservoir 

is  reoxygenated  by  atmospheric  oxygen  diffusing  through  silastic  tubing  that 

is  used  L - • connect  the  various  components  of  the  perfusion  system.  The  flow 

rate  (maintained  by  a peristaltic  pump)  is  adjusted  to  supply  medium  to  the 

units  at  a rate  fast  enough  to  maintain  a constant  oxygen  delivery  to  all 

cells  in  the  unit.  Cell  growth  on  the  units  can  be  judged  by  determining 

10 

(ell  number  alter  t r yps i n i za t i on  or  hv  determining  DMA  content  . Alterna- 

1 4 

lively,  cell  growth  can  be  estimated  1 rom  the  rate  ol  glucose  utilization 
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With  such  a system,  at  any  one  time  only  a small  amount  of  medium  is  in  con- 
tact with  the  cells.  Nutrients  must  pass  through  the  fiber  walls  to  feed 
the  cells,  but  apparently  this  requirement  represents  no  restriction  to  the 
growth  of  most  types  of  cells,  especially  in  units  containing  fibers  that 
are  permeable  to  molecules  of  molecular  weight  30,000  to  100,000.  In  fact, 
such  limited  permeabilities  c.oul  1 be  advantageous;  soluble  collagen  secreted 
by  fibroblast  cells  might  not  be  lost  upon  medium  change  as  would  occur  in 
conventional  flask  cultures.  Therefore,  the  collagen  might  remain  to  supply 
a matrix  for  further  cellular  support.  With  artificial  capillary  per  usion 
ceil  culture,  medium  must  be  replaced  periodically  as  nutrients  in  the 
reservoir  supply  become  exaausted  and  as  lactic  acid  builds  up.  Whether  or 
not  periodic  change  of  the  shell  medium  is  necessary  has  not  been  discussed  in 
the  above  studies  but  in  recent  work  (at  least  with  some  cell  types),  such 
routine  replacement  of  the  shell  medium  does  not  seen,  to  be  necessary  (Knazek, 
unpublished  results). 
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2 . CONSTRUCTION  OF  A TISSUE  CULTURE  MONITOR 

The  tissue  culture  monitor  which  we  plan  to  construct  will  use  the  change 
in  the  metabolic  rat1'  of  nondividing  mammalian  cells  after  exposure  to  toxins 
in  the  medium  to  indicate  the  biohazard  associated  with  tiu  water  supply  which 
is  used  to  dilute  the  medium.  The  ceils  will  be  grown  on  artificial  capillary 
units  and  perfused  by  a medium  reconstituted  with  the  water  supplv  to  be 
tested.  Determination  of  the  feasibility  and  sensitivity  of  this  scheme  for 
toxin  monitoring  required  (1)  study  of  the  growth  of  cells  on  artificial 
capillary  units,  (2)  construction  ot  new  artificial  capillary  units,  (3) 
investigation  of  different  methods  which  sense  metabolic  response  (4)  adapta- 
tion of  these  methods  for  rapid  detection  of  metabolic  rate  changes,  and 
(5)  study  of  the  performance  of  different  perfusion  systems  for  introduction 
of  toxin  to  the  cells.  These  aspects  of  the  first  year  research  program  will 
be  discussed  in  detail  below. 


2.1  GROWTH  OF  CELLS  ON  ARTIFICIAL  CAPILLARY  UNITS 

2.1.1  Perfusion  System  for  Cel  1 Growth 

Initial  efforts  to  grow  cells  on  capillary  units  were  based  on  the  culture 
conditions  reported  in  thelitera  are,  which  use  a perfusion  circuit  similar 
to  that  of  Figure  1.  In  such  a circuit,  growth  medium  contained  in  a reser- 
voir is  circulated  by  a peristaltic  pump  to  the  cell  culture  unit  and  then 
returned  to  the  reservoir.  The  medium  flows  through  the  bore  of  the  fiber 
a*-  flow  rates  from  0.7  to  5 ml /min.  The  cells  adhere  to  the  capillary  surface 
in  medium  contained  in  a shell  surrounding  the  fibers  (rf.  Fig.  1).  As  of 
July  1975,  no  literature  suggested  any  dependence  of  cul lure  success  on  flow 
late  or  f Lber  type  although  proper  oxygenation  of  the  medium  was  stated  to 
be  a principal  factor  in  the  performance  of  the  capillary  unit*'.  The  MUST 
dote',  tor  system  dictates  that  the  medium  perfusing  the  culture  unit  should  t lew  to 
waste  rather  that,  return  to  the  reservoir,  ft  is  clear  that,  if  such  a system 
is  to  be  feasible,  the  flow  rate  must  be  sufficiently  slow  to  allow  cellular 
metabolic  activity  to  he  monitored  and  to  prevent  large  expenditures  on  medium. 
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Whether  slow  perfusion  of  medium  would  adversely  affect  cell  growth  or  mainten- 
ance was  unknown. 

At  the  beginning  of  this  first  year  of  research,  we  tried  to  culture 
several  different  types  of  mammalian  cells  (human  foreskin  fibroblasts  in  secon 
dary  culture,  3T3  mouse  fibroblasts,  L929  and  primary  porcine  kidney  cells)  on 

several  different  kinds  of  capillary  units  with  media  perfused  at  slow  flow 

rates  (vO. 10-0. 05  ml /min) . Approximately  1-5  x 10^  cells  were  planted  in 
the  extracapillary  space  in  the  units  and  the  units  were  perfused  by  medium 
from  a small  reservoir.  Perfusion  for  some  units  was  to  waste,  and  in  others 
the  medium  was  recirculated.  (The  recirculation  mode  was  tried  to  ascertain 
whether  or  not  "conditioning"  of  the  culture  medium  was  critical  for  cell 
growth.)  In  both  cases  after  a number  of  weeks,  very  little  growth  was 

evident  from  glucose  and  lactic  acid  assays  of  the  culture  media.  Only  4-5  x 

10  cells  could  be  recovered  from  the  units  by  trypsinization . These  results 
indicated  that  our  culture  conditions  were  possibly  unsuitable  for  growth  of 
a large  population  of  cells. 

Since  it  was  possible  that  cells  were  not  receiving  sufficient  oxygen 

to  support  a large  population  when  slow  flow  rates  were  used  we  next  allowed 

the  medium  to  circulate  at  flow  rates  of  2-5  ml/min  using  the  perfusion  mode 

of  Figure  1.  In  one  case,  62  x 10^  BHK  (Baby  Hamster  Kidney)  cells  were 

recovered  after  8 days  from  a GSRI  cellulose  acetat.e  fiber  unit  initially 
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loaded  with  5 x 10  cells.  In  another  case,  47  x 10  cells  were  recovered 
from  an  Amicon  3S100  unit  after  15  days  of  growth  from  an  initial  seeding  of 
5 x 10^  cells.  Other  units  also  showed  substantial  growth  over  a two-week 
period  as  evidenced  by  glucose  utilization  from  the  perfusing  medium.  During 
th°se  periods  of  growtii,  the  reservoir  medium  of  100  ml  of  Dulbecco's 
Minimum  Essential  Medium  (DM KM)  containing  107,  fetal  calf  serum  (F (IS)  was 
refreshed  every  second  day. 

Currently,  we  are  using  the  following  protocol  to  establish  a population 
of  cells  on  an  artificial  capillary  unit.  The  unit  is  perfused  by  medium  in 
a reservoir  as  in  Figure  1.  The  medium  is  recirculated  at  greater  than 
2 ml/min  until  its  pH  becomes  too  acidic  ('pll  6.8)  or  the  glucose  concentra- 
tion falls  below  1 mM.  The  medium  in  the  reservoir  only,  is  then  replaced. 

The  cultures  are  inflated  by  introducing  cells  into  the  extracapil lary  space 
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in  the  shell  by  syringe  with  no  medium  flowing  and  with  the  exit  and  inlet 
tubing  clamped.  Sufficient  medium  is  included  to  fill  the  fluid  space  in  the 
shell.  Approximately  30-100  x 10^  celLs  are  loaded.  After  0 to  30  min  is 
allowed  for  the  cells  to  adhere,  the  peristaltic  pump  is  started  and  perfusion 
is  begun.  The  reservoir  contains  100  ml  of  DM EM  supplemented  with  10%  calf 
serum  (CS) , 30  mM  Hepes,  100  u/ml  penicillin,  100  pg/ml  streptomycin,  100 
.■g /ml  chi  oro tet racycl i ne , 50  pg/ml  mycos tat  in . The  medium  contains  0.35  g/1 
sodium  bicarbonate  and  an  additional  2 g/1  sodium  chloride  is  added  to  main- 
tain osmolality.  The  medium  pH  is  7.3.  The  culture  units  including  pump 
and  reservoir  are  maintained  at  37°C  in  a warm  room.  Connections  between 
unit,  pump,  and  reservoir  are  made  by  a total  of  1 meter  of  silastic  tubing. 

A three-way  Luer  nylon  stopcock  is  included  in  the  circuit  to  aid  in  sampling. 
The  circuit  is  shown  in  Figure  1.  The  medium  used  for  subsequent  culturing 
does  not  contain  mycostatin.  After  a plateau  in  growth  is  reached  as 
determined  by  a plateau  in  the  rate  of  glucose  uptake  and/or  lactic  acid 
excretion,  the  medium  is  supplemented  with  only  1%  CS  and  antibiotics.  After 
three  weeks  of  growth  in  1%  CS  and  a total  of  six  weeks  of  growth,  no  dele- 
terius  effect  on  the  cells  was  observed  due  to  the  reduced  concentration  of 
calf  serum.  We  have  found  that  cells  can  be  grown  to  high  densities  even 
when  the  cultures  are  initiated  using  medium  with  1%  CS . Typical  growth 
curves  for  BHK  and  L929  cells  maintained  for  over  three  weeks  are  shown  in 
Figures  2 and  3,  respectively.  Both  of  these  cultures  were  initiated  using 
medium  containing  10%  CS.  At  the  arrow  in  Figure  2,  the  same  medium  supple- 
mented with  only  1%  CS  was  used.  Flow  rates  were  8.5  ml/min  for  the  L929 
cells  (Fig.  3)  and  3.0  ml/min  for  the  BHK  cells.  A plateau  in  the  rate  of 
glucose  utilization  and  lactic  acid  excretion  is  reached  on  the  average 
within  one  week  after  the  units  are  planted  with  a large  number  of  cells  (30  x 
10^  or  greater).  At  the  termination  of  these  studies,  cells  were  recovered 
from  the  units  by  trypsinization . More  than  6 x 10^  L cells  and  5 x 10^  BHK 
cells  were  recovered. 

When  this  protocol  is  used,  planting  success  with  BHK  and  1,929  cells  is 
essentially  100%  provided  that  no  leakage  of  cells  through  the  potting  at  the 
end  of  the  unit  occurs  after  flow  is  initiated.  Most  of  the  units  reached 
cell  populations  with  an  average  lactic  acid  excretion  rate  of  at  least  12 
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pmol/hr;  ■ •,  gluroso  utilisation,  pmol/hr.  IVrtusion  was  as  shown  in  I inure  1 on 
with  DM  KM,  I 07  call  so  runt;  20  mM  llopos,  and  oh  I orot  cl  raryr  l one  1 00  , - ■ / m 1 . At  dav  I ■'< 
sorum  was  used.  100  x 1 0f>  Bl  i K rolls  woro  planted  on  dav  0,  ami  >0  x 1 0fl  rolls  rent 


ymol/hr  and  a glucose  uptake  rate  of  8 pmols/hr.  in  gome  cases  higher  rates 


were  seen. 


BHK  and  L929  cells  were  chosen  for  these  studies  to  test  the  behavior  of 

a cell  type  subject  to  density-dependent  inhibition  of  growth  in  flask 
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culture  (BHK.)  and  a cell  type  which  shows  no  such  growth  control,  but  which 

ceases  proliferation  when  medium  nutrients  become  depleted  or  when  access  to 
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these  nutrients  is  inhibited  due  to  cell  overgrowth  . We  also  wanted  to  test 
a diploid  cell  type  with  a finite  life  span  (human  foreskin  fibroblast),  but 
poor  growth  prevented  these  studies.  Both  BHK  and  L929  seem  able  to  adapt 
readily  to  growth  on  artificial  capillary  units  as  evidenced  by  their  initial 
rapid  growth  immediately  following  planting  (Figs.  2 and  3).  Part  of  this 
ready  adaptation  may  be  due  to  a beneficial  stimulus  provided  by  the  perfusion 
system  which  overcomes  any  negative  effects  on  growth  caused  by  the  change 
from  a support  matrix  of  treated  polystyrene  to  permeable  poLysulfone  or  cellulose 
acetate.  Since  artificial  capillary  perfusion  culture  geometrically  limits 
cell  growth  to  a certain  density,  we  were  not  sure  how  well  a cell  type  sub- 
ject to  density-dependent  inhibition  of  growth  might  grow  in  capillary  culture. 

We  were  also  concerned  that  L929  might  reach  a certain  limiting  density  and 
then  rapidly  die  back  to  allow  new  growth.  In  both  cases  the  growth  curve 
is  stable  after  the  first  week  (Figs.  2 and  3).  This  stability  suggests 

that,  regardless  of  whether  the  cells  limit  their  growth  by  death  and  pro- 
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liferation  or  by  being  locked  into  the  phase  of  the  cell  cycle  , the 

average  net  metabolic  rate  (measured  as  oxygen  and  glucose  utilization  or 

lactic  acid  excretion  at  the  exit  stream  from  the  culture  unit  remains 

essentially  constant.  Our  oxygen  utilization  studies,  described  below 

(section  2. 5. 2. 2),  also  verify  that  metabolic  rate  does  not  fluctuate  rapidly 

when  the  flow  rate  is  constant.  This  fact  is  amenable  to  the  choice  of 

oxygen  utilization  as  the  metabolic  parameter  to  be  sensed  in  the  prototype 

biologicaL  detector.  We  will  continue  to  use  both  cell  lines  for  evaluation 

of  the  biological  detector.  Toxicity  parameters  have  been  well  worked  out 
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for  L929  by  other  workers  ’ and  BHK  cells  have  a number  of  differentiated 
functions  (proteoglycan  synthesis,  collagen  synthesis)  that  might  affect 
their  sensitivity  to  toxins.  Both  cell  lines  can  be  maintained  with  only  1% 
serum  in  the  medium.  If  an  increase  in  toxin  sensitivity  is  desired,  even  lower 
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concentrations  of  serum  will  be  used.  Kruse  showed  that,  under  perfusion  condi-  j 

tions,  even  the  diploid  cell  line  WI38  could  be  maintained  for  weeks  (without  \ 

cell  division)  in  medium  containing  0.1%  serum^.  I 
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2.1.2  Perfusion  System  for  Toxicity  Monitoring 

The  perfusion  scheme  shown  in  Figure  1 is  being  used  to  initiate  cell 
cultures  on  artificial  capillary  units.  Cultures  which  show  no  further  increase 
in  metabolic  rate  as  indicated  by  a plateau  of  their  growth  curves  (of.  Figs. 

2 and  3,  day  7 and  after)  are  then  used  for  toxicity  studies  or  the  once- 
through  perfusion  studies  described  below  (section  2.5.2). 

The  Luer  fittings  on  the  capillary  units  (indicated  by  D in  Fig.  1) 
enable  the  units  to  be  moved  from  one  perfusion  system  to  another.  The  once- 
through  perfusion  circuits  shown  in  Figure  4 has  Luer  fittings  at  all  the 
capillary  unit  entrance  and  exit  ports.  In  Figure  4a  the  perfusion  scheme  is 
shown  for  once-through  flow  through  the  fiber  bore  of  the  capillary  unit,  and 
Figure  4b  shows  the  scheme  for  once-through  perfusion  of  the  capillary  unit 
shell.  In  both  cases  the  outflow  medium  is  monitored.  It  may  be  monitored 
continuously  as  by  oxygen  or  pH  sensing  or  it  may  be  sampled  as  with  glucose 
and  lactic  acid  content  determinations.  The  nutrient  content  in  the  inlet 
stream  to  the  capillary  unit  is  determined  only  once  in  the  course  of  an 
individual  experiment.  After  it  is  monitored,  the  medium  is  discarded  into 
a waste  medium  receiver.  The  flow  rate  is  monitored  periodically  by  measuring 
the  rate  at  which  the  outflow  medium  fills  a 1-cc  syringe.  More  elaborate 
flow  meters  could  also  be  used. 

In  both  perfusion  schemes  shown  in  Figure  4,  the  flow  rate  is  adjusted 
so  that,  after  the  capillary  unit  is  connected,  the  outlet  pO^  is  between  30 
and  80  mm  Hg.  For  some  experiments  flow  rate  was  adjusted  to  allow  detection 
of  the  glucose  and  lactic  acid  content  of  the  medium.  We  are  currently 
attempting  to  devise  a perfusion  scheme  that  will  allow  simultaneous  glucose, 
lactic  acid,  and  oxygen  detection. 

The  sample  to  be  tested  for  toxicity  will  be  mixed  with  tissue  culture 
medium  and  introduced  at  the  3-way  stopcock  (B,Fig.  4).  Change  to  the  per- 
fusion stream  containing  only  the  uncontaminated  medium  can  be  made  by  simply 
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Perfusion  scheme  for  onee-t hrough  flow. 
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Perfusion  scheme  for  onee-through  flow. 

reservoir  for  tissue  culture  medium 
reservoir  for  tissue  culture  med i urn  plus  toxin 
silastic  tubing 
peristaltic  pump 

male  Luer  connectors  F - I.uer  - 1-wav  stopcock 

male  I.uer  to  closed  end  (1  - oxygen  meter 

female  I.uer  to  closed  end 
female  filer  connectors 


turning  the  stopcock.  With  these  schemes,  there  is  no  need  for  the  interrup- 
tion of  flow  between  exposure  to  toxin  and  exposure  to  recovery  medium.  Results 
using  such  perfusion  schemes  will  be  described  in  detail  below  (section  2.5). 


2.2  METHODS  TO  DETECT  METABOLIC  ACTIVITY 

We  have  been  monitoring  cellular  metabolic  activity  by  assessing  the  rate 

of  glucose  and  oxygen  utilization  and  lactic  acid  excretion.  Medium  glucose 

and  lactic  acid  content  is  determined  by  enzymatic  methods  using  glucose  oxi- 
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dase  and  lactic  dehydrogenase  . Oxygen  content  is  determined  by  oxygen- 
specific  electrode. 

For  determination  of  glucose  we  are  using  a test  kit  supplied  by  Sigma 

chemical  (Kit  it 510).  This  kit  uses  the  enzymes,  glucose  oxidase  (Aspergillus 

niger)  and  peroxidase  (horseradish).  In  the  presence  of  glucose  oxidase, 

D-glucose  is  converted  to  gluconate  and  hydrogen  peroxide.  The  hydrogen 

peroxide  released  (1  mol  for  each  mol  of  glucose)  is  used  to  oxidize  the 

oxygen-donor,  o^-dianis id ine  dihydrochloride, to  a brown  product  whose  absorption 

is  measured  at  450  nm.  A 1 mg/ml  solution  of  glucose  in  water  is  used  as  the 

standard.  The  amount  of  glucose/ml  is  calculated  by  dividing  the  optical 

density  at  450  nm  for  the  test  sample  by  the  optical  density  at  450  nm  for  the 

glucose  standard.  The  coefficient  of  variation  for  this  test  performed  on  a 

1 mg/ml  glucose  solution  assayed  over  13  days  was  4.9%. 

Lactic  acid  analysis  was  performed  using  Sigma  kit  826-UV.  The  procedure 

designed  for  blood  lactic  acid  measurement  was  modified  as  follows:  2 ml  of 

glycine  buffer  (0.4  M hydrazine;  0 . 5 M glycine;  pH  9.0),  4 ml  of  water  and  0.1 

ml  of  lactic  dehydrogenase  (rc5  mg  protein/ml)  and  10  mg  NAD  (nicotinamide- 

adenine  dinucleotide)  are  combined.  To  0.9  ml  of  this  solution  is  added 

0.05  ml  of  sample.  The  sample  is  prepared  by  adding  2 volumes  of  cold  8% 

HC10,  to  1 volume  of  the  medium  to  be  tested  and  the  cold  mixture  is  centri- 
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fuged  at  ^500  rpm  for  10  min.  After  this  centrifugation,  the  sample  is  the 
supernatant.  The  reaction  mixture  is  allowed  to  incubate  at  37°C  for  30  min. 
During  this  time  the  lactic  dehyd rogenase  converts  one  molecule  of 
L- (+) -lac tate  to  one  molecule  of  pyruvate  (which  is  trapped  as  the  hydrazone) . 
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Simultaneously,  one  mol  of  NAD+  is  converted  to  one  molecule  of  NADH . The 
absorption  of  NADH  at  340  nm  is  measured.  Lactic  acid  concentration  is 
calculated  from  the  millimolar  extinction  coefficient  for  NADH  at  340  nm,  the 
optical  density,  and  the  reaction  volume  by  the  equation: 

(A340)(0.95  ml) 

lactic  acid  (nMole/1)  = — 

6.22  (0.01667) (1) 


where  A 


final  maximum  absorbance  at  340  nm 


340 

0.95  = reaction  volume 

6.22  = millimolar  extinction  coefficient  of  NADH  at  340  nm 
0.01667  = volume  of  medium  in  cuvet  (1/3  x 0.05  ml) 

1 = light  path  (cm) 


With  medium  which  contains  serum  and  which  has  not  been  incubated  with  cells,  a 
slight  background  A^q  arises  which  is  subtracted  from  the  A.^^  of  the  test 
sample.  This  background  averages  0.049  for  medium  containing  1%  serum  and 
0.155  for  medium  containing  10%  serum.  The  coefficient  of  variation  for  17 
samples  at  an  average  A^^  of  0.155  was  8.9%.  The  limit  of  sensitivity  for  this 
test  is  considered  to  be  'vl.2  mg/100  ml  corresponding  to  an  A^^  of  0.015. 

Due  to  the  necessity  for  background  subtraction,  the  practical  limit  is 
considerably  higher. 

We  are  measuring  oxygen  in  the  medium  by  an  Instrumentation  Laboratory 
Model  113  pH/Gas  Analyzer.  This  machine  has  an  electrical  accuracy  of  0.5% 
for  all  scales  and  an  accuracy  of  + 1%  of  the  full  scale  pO^.  Oxygen  is 
determined  amperometrical ly  by  this  instrument.  This  instrument  uses  a con- 
stant polarizing  voltage  of  0.6V.  Reduction  of  0o  at  the  p0?  cathode  occurs 
according  to  the  equation: 


07  + 2H70  + 2e  — - H209  + 20H  + 2e 40H 
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The  electron  flow  is  proportional  therefore  to  the  amount  of  oxygen  consumed. 

The  electrode  is  specific  for  oxygen  because  it  is  covered  by  a polypropylene 
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membrane  which  is  permeable  only  to  gases  . I lie  instrument  is  calibrated  by 
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zeroing  using  a gas  mixture  containing  10%  C07,  90%  N? . An  upper  point 
is  set  using  a mixture  of  5%  C09,  11.82%  0?,  and  the  remainder  N?.  The 
meter  is  calibrated  in  the  morning  and  afternoon.  Drift  during  the  day  has 
been  found  to  be  less  than  5 mm  Hg  and  at  night  less  than  7 mm  Hg  over  many 
davs  of  continuous  use. 


2.3  ARTIFICIAL  CAPILLARIES  FOR  CELL  GROWTH 


2.3.1  Choice  of  Hollow  Fiber  Units 

For  many  of  the  cell  growth  studies,  artificial  capillary  units  were 

purchased  from  Amicon  Corporation.  These  units,  shown  in  Figure  5a,  contain 
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150  capillaries  prepared  from  polysulfone  (Vitafiber  3S100) . The  nominal 
protein  retention  of  the  lumen  surface  is  100,000  MW,  determined  by  ultra- 
filtration under  pressure.  Molecular  weight  cutoff  for  molecules  in  a 
diffusion  mode  may  be  even  higher.  The  advantage  of  these  capillary  units  is 
the  fact  that  they  are  completely  autoclavable  (121° C, 10-15  min,  15  lb/in“). 
Although  the  shell  entry  ports  were  designed  with  Luer  fittings,  the  fiber  bore 
entry  and  exit  were  not;  for  ease  in  operation,  fittings  were  added  at  these 
points  using  a short  length  of  silastic ^ tubing.  Polysulfone  fibers,  although 
autoclavable,  have  been  shown  to  become  less  permeable  due  to  binding  of  serum 
protein  to  the  lumen  wall  after  continued  use  with  protein.  This  loss  of 
permeability  does  not  noticeably  affect  cell  growth,  however,  as  some  of  these 
units  have  now  been  in  operation  for  nearly  four  months. 

However,  there  are  two  other  potential  disadvantages  to  the  use  of  these 
capillary  units  as  biological  detector  prototypes.  The  polysulfone  fiber  is 
highly  polar  and  might  adsorb  trace  components  in  the  medium,  thereby  lowering 
the  detector  sensitivity.  The  t east  rue Lion  of  the  units  will  influence  the 
time  for  the  detector  to  respond  to  toxin.  The  extracapillary  volume  of  the 
Amicon  unit  is  approximately  2.6  ml  and  the  intracapillarv  volume  only  0.27  ml. 
If  toxin  is  passed  through  the  fiber  bore,  it  must  pass  through  the  fiber  walls 
in  order  to  reach  the  cells  on  the  sholi  side.  The  initial  toxin-containing 
medium  will  therefore  be  diluted  until  eventual  K-  it  displaces  the  residual 
medium.  Such  dilution  could  interfere  considerably  with  the  sensitivitv  of 


Fig.  5a.  Designs  of  artificial  capillary  units. 
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Fig.  5b.  Designs  of  artificial  capillary  units. 

A - septum  fittings  D - Culture  tube 

B - female  Luer  K - capillary  entrv  (potted) 

C - tubing  connector  F - Anti-rotation  ring 

C'-  male  Luer  connector  G - O-ring 


glucose  determination  might  be  delayed  for  the  same  reasons.  These  same  con- 
siderations apply  if  the  toxin-containing  medium  is  directly  passed  through  the 
shell  and  therefore  is  at  all  times  in  direct  contact  with  the  metabolizing 
cells.  In  this  perfusion  scheme,  the  entering  medium  containing  toxin  must 
displace  medium  in  the  shell  in  order  to  bathe  all  the  cells  in  tue  uniL.  The 
smaller  the  shell  volume  the  more  rapidly  the  displacement  will  take  place  and 
the  sooner  the  cells  will  respond  to  their  new  environment. 

Hollow  fiber  units  are  being  developed  by  GSR1  (see  Fig.  5b).  The 
properties  of  these  units  are  compared  in  Table  1 to  tiio.se  listed  for  the  Am  icon 
3S100  units.  The  extraoapi.il  ary  volumes  of  GSRI  units  1 <mu  ;-2  are  seven 
times  and  three  times  that  of  their  respective  intracapillary  volumes.  With 
the  Am  icon  unit  the  difference  in  volume  is  tenfold.  The  extracapil larv  volume 
of  both  (’.SRI  units  is  about  four  times  less  than  Cnat  of  the  Amicon  unit; 
therefore,  for  through-shell  flow  a significantly  more  rapid  response  time 
would  bo  anticipated.  The  GSR1  units,  however,  have  a twofold  lower  total 
surface  area  for  cell  growth  and,  therefore,  would  bo  expected  to  support 
fewer  cells  than  would  the  Amicon  unit.  The  GSR1  units  are  not  autoclavaale 
and  are  sterilized  by  either  ethylene  oxide  or  31  formalin.  The  GSR1  units 
contain  a highly  permeable,  hollow  fiber  made  of  cellulose  acetate  (401  acetyl , 
ASTM  vise  23,  Eastman  Org.)  precipitated  in  water  from  a formamide  /acetone 
solution.  Tiber  t-‘l  had  a hydraulic  permeability  L (H.,0)  at  200  mm  Hg  pressure 

- P “ _ ^ 

of  970  x 10  cm/sec  atm,  fiber  fl2  a permeability  of  747  x 10  cm/sec  atm 

and  Amicon  JS100,  a permeability  of  240  x .10  ^ cm/sec  atm. 

In  our  experiments  both  GSRI  units  ; nu  the  Amicon  3SiU0  support  the  growth 
of  BHK  and  L929  cells.  Final  cell  populations  up  to  60  x 10  cells  have  been 
achieved  for  both  units,  so  performance  must  he  judged  bv  their  relative 
abilities  as  toxin  detectors. 


2.3.: 


Production  of  GSRI  Units 


Hollow  fiber  units  are  prepared  from  poly  urbon.it  i tubes  (70  mm  101  8 cm 
long.  Sid ear ms  to  provide  entry  to  the  shell  are  attached  .«t  2 cm  from  each 
end  'Fig.  3b).  The  effective  growth  area  is  3.  > te  6.0  cm.  'ae  fiber  civic 
are  constricted  with  a suture  tie  and  then  sealed  in  the  tubes  with  RTF- 1 1 
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Silicoie  rubber  (General  Electric)  or  Yorite-689  287- 7 OG  (Polvc in  942  ), 
a urethane  polymer  from  Industrial  Chemicals  Division  of  \'L  Industries.  With 
the  former  sealing  agent,  the  fibers  l an  be  left  wot  during  the  process  but 
with  the  latter  the  fibers  are  immersed  in  100.  give ere!  and  allowed  to  drv 
before  potting.  The  glycerol  treatment  and  drying  dots  noi  appreciably  affect 
the  molecular  weight  perme.  bilitv  of  the  fibers.  With  the  urethane  potting, 
leaks  between  the  saell  and  bote  fluid  are  seldom  experienced  but  with  the 
silicone  potting  such  leaks  an  d'veLop  after  repeated  use.  .Nil  unit  entry 
ports  are  fitted  with  Luer-lck  adapters  by  means  i,f  Tygon  lulling  (see  Fig.  5b 
Such  an  arrangement  allows  easy  enti  ” to  the  she  1 1 compartment  and  versa  t i 1 it;, 
in  placing  the  unit  into  different  pc  r fusion  circuits.  B* fore  use  the  units 
:re  tested  for  leaks  bv  separate  Iv  passing  a.  i r through,  the  fibers  and  the 
shell  while  immersing  the  unit  in  water.  During  this  opera t ion  the  second 
unit  end  or  shell  port,  respectively,  is  closed  by  a rubber  septum.  Rapid 
bubbling  is  evidence  of  leaks;  in  such  rises  the  unit  is  not  used.  More  than 
two-thirds  of  the  units  so  far  produced  passed  this  test. 


2.3.3  Washing  and  Sterilization  of  Hollow  Fiber  GnJtjs 

After  assembly  of  the  fibers  into  the  units,  the  units  are  washed  with 
running  water  for  several  days  and  then  are  soaked  in  a 10  ethanol -water 
solution.  The  units  are  also  washed  for  several  hours  by  u l traf i ! t ration 
of  water  through  the  fibers.  This  extensive  washing  is  intended  to  remove 
traces  of  the  formamide  used  as  a solvent  for  the  cellulose  ..relate.  After 
washing,  the  GSRI  units  are  allowed  to  sit  in  a 2. 5-3.0.',  formalin  solution 
overnight;  care  is  taken  to  avoid  enf  moment  of  ir  in  the  shall  or  fibers. 
Following  tne  formalin  sterilization,  the  unit  is  fitted  with  ethyl  one  oxide- 
sterilized  Tygon  fittings  containing  I. tiers  (sec  Fig.  ah)  and  connected  into 
a sterile  (autoclaved)  perfusion  circuit  as  shown  in  Figure  1.  i'he  circuit 
is  flush-'d  wit  i sterile  water  for  three  days,  I '!  t th.ino  1 -water  lor  one  day. 
and  medium  containing  serum  fur  one  day  prior  to  ceil  planting.  .u  some  cases 
the  units  (contain i;.b  fittings;  were  sterilized  by  ethylene  oxide  foi  24  hours 
and  then  washed  as  above.  !T.e  Ami  con  civ'ts  were  steam  ,-u.eri!  i zed  he*  ore  use. 


and  no  washing  was  necessary . For  reuse  of  units  after  per  i amine  a studv 


the  cells  were  removed  by  treatment  with  0.25%  trypsin-10  ~ M EDTA  (ethylene 
diamine  tetraacetic  acid).  The  units  were  then  washed  in  water,  retreated 
with  trvpsin-EDTA , rinsed  and  then  sterilised  as  above.  Reused  units,  whether 
manufactured  by  Amieon  or  by  GSRT , showed  no  loss  in  their  original  ability  to 
support  thriving  cell  cultures. 


PROPERTIES  OF  DIFFERENT  ARTIFICIAL  CAPILLARY 
l 'NITS  FOR  CELL  CULTURE 


Amieon  IS  100 

C.SRI  ?*1 

CSRI  : 

Capillary  type 

pol ysul fone 

cel lulose  acetate 

cellulose  . 

Pot  t i ng 

epoxy,  with  silica 

s i last ie 

silastic 

Number  of  fibers 

150 

150 

7 5 

ID 

2 50  pm 

109  pm 

27  5 pm 

0D 

3 50  pm 

200  pm 

4 7 5 pm 

Total  area. 

7 

7 

7 

fiber  surface 

94  cm” 

57  cm- 

48  cm 

Effective 
fiber  length 

5.7  cm 

6.0  cm 

6.0  cm 

Intracapil 1 ary 
volume 

0.27  ml 

0.0855  ml 

0.269  ml 

Ext  racapil lary 
volume 

2.6  ml 

0.6  ml 

0.8  ml 

Molecular  weight 

permeable 

permcab 1 c 

perme abi 1 i ty 

N / A 

to  albumin 

to  albumin 

2.1.2  Planting 

Cel  1 r,  on  Art  if  i c ia  i 

Cap i 1 1 ary  Un i l s 

Units  are  planted  by  injection  of  the  colls  into  the  shed  1 volume 
with  a 1-cc  svringe,  while  a second  scringe  is  used  to  vitndraw  the  air. 

During  this  operation  flow  of  medium  to  the  unit  is  stopped  and  the  entry  and 
exit  tubing  ar«-  clamped.  The  cells  are  then  rinsed  hack  and  forth  between  the 
syringes  several  Limes  to  allow  them  to  penetrate  between  tin-  t ilnrs.  Flow  is 
;t  art  ed  I 0-20  min  t ro-.  in  it  i il  planting,  and  10-30  m i n alter  t rvj.s  in  i xat  ion  of 
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flask  cultures.  After  30  min  to  2 hr  the  unit  is  turned  over  to  allow 
cells  which  settle  on  the  bottom  (the  polycarbonate  shell)  rather  than 
on  the  fibers  to  fall  back  onto  the  fibers.  From  5 to  30  M.d  cells 
are  routinely  planted  on  each  unit.  Additional  medium,  if  necessary,  is 
added  to  fill  the  shell,  and  the  sliel!  cntrv  ports  are  scale!. 


OPTIMIZATION  OF  THE  ARTIFICIAL  CAPILLARY  UNITS  AS  A B 1 01.00 iCAI. 
DETECTOR 


In  order  to  satisfy  the  requirement  that  the  MUST  detector  he 
capable  of  a rapid  response  upon  exposure  to  an  ;u  ute  toxin,  t wo  conditions 
must  be  satisfied:  (1)  The  cell  culture  system  must  be  sufficiently 

sensitive  to  toxin  to  allow  the  cells  to  alter  their  metabolic  activity 
within  minutes  after  exposure  and  (2)  the  metabolic  rati  change  must  be 
detectable  in  this  time  by  a simple  (preferably,  in-line)  sensitive  assay 
for  glucose,  oxygen,  or  lactic  acid  in  the  medium  in  contact  with  the 
cells. 


2.4.1  Opt  in  i za  t ion  _fo_r_  Laet_ic_Aeid  a_nd  pH  Pet,  rminat  ion 

We  tested  two  different  operational  modes  which  allow  buildup  of 
detectable  leveLs  of  lactic  acid  in  the  medium  and  depletion  of  detect- 
able levels  of  glucose  from  the  medium  using  a once- through  tiow.  When 
these  modes  were  used  with  medium  not  containing  Hopes,  the  medium  pH 
also  decreased  significantly.  In  the  lirst  mode  of  opera t ion  the  perfusion 
medium  was  allowed  to  flow  through  the  unit  at  a rate  sufficiently  slow 
to  allow  sign  it  leant  glucose  depletion  and  lactic  ac  Id  buildup  in  the 
nod  iti.n  bv  the  cells  in  a oneo-through  flow.  The  pH  of  the  medium  (not 
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of  fast  flow:  therefore  such  an  operational  mode  might  be  less  harmful  to 

continuous  healthy  cell  maintenance  than  a system  in  which  the  cells  are 
constantly  in  oxygen  debt.  As  will  be  seen  later,  if  the  "detector"  is 
oxygen  depletion,  a continuous  flow  system  for  a biological  detector  is 
achievable  without  such  considerations. 

To  test  these  two  modes  of  operation  we  used  a unit  containing  BHK  cells 
(GSRI  it 1 fibers)  on  which  cell  growth  had  been  followed  for  more  than  two 
weeks.  No  contamination  by  microorganisms  was  detectable  by  periodic  culture  of 
waste  medium  samples  in  Brain  Heart  Infusion  broth  or  in  Thioglvcol late  medium. 
Also  no  fungal  growth  was  visible.  The  unit  was  fed  by  medium  circulated  by 
the  aid  of  a variable  speed  (Buchler  polystaltio)  peristaltic  pump.  Flow  rate 
was  varied  on  the  same  unit  from  0.04  to  2 ml/min  and  samples  of  medium  were 
collected  from  a stopcock  placed  at  the  exit  from  the  shell  (F  in  Fig.  1). 

The  variation  in  pH  and  lactic  acid  with  flow  rate  is  shown  in  Figure  6.  As 
can  be  seen  at  slow  flow  rates  ( <0 . 1 ml/min)  for  this  unit,  the  outlet  is  more 
than  0.5  units  more  acid  than  the  inlet  pH  (but  still  well  within  a range 
suitable  for  cell  culture) . Most  of  this  change  is  presumably  due  to  the 
excretion  of  lactic  acid  into  the  medium  by  the  BHK  cells;  at  0.1  ml/min  this 
amounts  to  almost  12  yg/  min.  In  Figure  7 we  have  plotted  the  concentration 
C(mg/i00rnl)  versus  1 /Q  (ml/min)  where  0 is  the  flow  rate.  The  excretion  rate 
(U)  is  equal  to  Q*AC  where  AC  is  the  difference  between  the  inlet  and  outlet 
concentrations  in  mg/100  ml.  If  the  excretion  rate  is  not  flow  rate-dependent, 
then  this  graph  should  give  a straight  line  with  a slope,  II.  As  can  be  seen 
in  Figure  7,  at  slow  flow  rates  (Q<0.2  ml/min)  the  metabolic  rate  decreases 
somewhat . 

In  a separate  experiment  we  studied  the  effect  of  prolonged  exposure  to 
low  flow  rates  on  cellular  metabolic  activity.  The  measurements  given  in 
Table  2 were  made  over  3 days  at  each  of  the  three  flow  rates.  Again, 
established  cultures  of  BHK  cells  on  GSRI  fiber  units  were  used.  The  metabolic 
rate  as  determined  bv  lactic,  acid  excretion  is  flow  rate-dependent,  but  this 
rate  does  not  decrease  over  the  three-day  period.  These  findings  indicate 
that  even  prolongned  exposure  to  maintenance  conditions  in  which  some  portion 
of  the  cell  population  is  presumablv  anoxic  does  not  cause  a rapid  eel  1 die-off. 


24 


pll  0-0 


.2  4 


1.0  12  1.4  1-6  1.6  2.0 

Flow  Rate  (mi/min) 


Fig.  6.  Variation  of  pH  and  Lactic  acid  with  flow  rate. 

An  established  culture  of  BHK/21  cells  on  a 0SR1  capillary  unit  was 
perfused  through  the  bore  at  different  rates  by  DM EM  with  1 01  fetal 
calf  serum.  The  bicarbonate  in  the  medium  was  0.15  g/L.  The  medium 
leaving  the  unit  was  collected,  (1  ml)  placed  in  plastic  tubes  and 
after  the  final  point  was  taken,  all  samples  were  assayed  for  pH. 

The  pH  of  the  medium  entering  the  unit  was  7.4  hut,  due  to  CO  loss, 
rose  to  7.6  over  this  time.  The  medium  was  allowed  to  perfuse  the 
culture  unit  for  '30  min  at  each  speed  before  an  aliquot  wap  taken. 


Dependence  i-l  l.i'  t i«'  ,-n  id  oxeret  ion  ti v B1IF  , .d  Is  .>n 
per  i us  Lon  1 low  rate;  ( . = lactic  acid  eoneen t ra t i on , mg/  1 00  rn  1 

0 - t 1 ov  ra  ! i-  m I / m i n . 

Tli.-  BHK/2I  cells  were  maintained  as  described  in  the  legend  to  Fig.  h . 
Ilie  utilization  rate  (I-)  is  del  ined  at  each  point  on  the  curve  hv  the 
t ion  ( = 1 /f>  • I . At  flow  rates  slower  than  0 , nil  /min  (for  this  spe< 


i in-  nnr./zi  cells  were  maintained  as  described  in  the  legend  to  Fig.  h. 

Ilie  utilization  rate  (I-)  is  del  ined  at  each  point  on  the  curve  hv  the  rel 
t ion  ( = 1 /ft  • I . At  flow  rates  slower  than  0 . J nil  /min  (for  this  specitii 
ea  p i 1 1 > r v culture  unit),  1 is  t ! nw  rati  dependent.  At  t 1 ow  rates  great e r 
than  O.J  nil/nin,  1'  is  flow  independent. 
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TABLE  2 


EFFECT  OF  PROLONGED  EXPOSURE  TO 
SLOW  FLOW  RATES  ON  CELL  METABOLISM 


T ime 
(hr) 

Lactic 

Acid  Utilization 

9 

(mg/min)  x 10 

Rate 

Flow  Rate(a) 

Flow  Rate(b) 

Flow  Rate(c 

* 

0.18  ml  /r.un 

0.12  m 1 /m 1 n 

0.06  ml/min 

1 

0 

2.7 

3.1 

1 .9 

A 

12 

2.9 

3.1 

1 .9 

24 

2.9 

3.2 

1.9 

k 

1 

£ 

36 

2.9 

3.0 

1 .9 

48 

2.9 

3.1 

1 .9 

k 

■% 

60 

2.9 

3.0 

2.0 

w 

> 

72 

2.9 

3.0 

2.0 

V 

M 


■»%  , •* 
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Presumably  the  adenosine  triphosphate  (ATP)  production  necessary  for  cellular 

processes  arises  only  or  mainly  from  glycolysis  under  these  conditions,  whereas 

when  oxygen  is  available,  relatively  more  ATP  arises  from  respiration.  These 
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observations  were  made  by  Gregg,  et  al . for  cells  in  suspension;  a higher 
glycolytic  rate  was  found  for  cells  under  anaerobic  conditions  than  was  found 
under  aerobic  conditions  for  growth. 

Results  similar  to  those  obtained  with  a slow  flow  method  are  seen  with 
the  stopped  flow  method.  The  medium  sampled  from  within  the  tubing  bore  for 
the  periods  of  time  shown  in  Figure  8 probably  includes  some  medium  that  was 
not  in  contact  with  the  cells.  Therefore,  the  actual  changes  are  probably 
substantially  greater  than  those  values  indicated.  Sampling  was  performed  by 
allowing  the  medium  within  the  shell  and  fiber  bore  to  stagnate  for  the  periods 
of  time  indicated.  This  medium  was  then  withdrawn  by  syringe.  Between  each 
stopped  flow  period,  medium  flow  at  3 ml /min  was  resumed  for  10  min. 

The  amount  of  lactic  acid  excreted  is  directly  proportional  to  the  length 
of  time  the  medium  is  in  contact  with  the  cells.  This  relationship  indicates 
that  under  these  temporary  anaerobic  conditions,  metabolic  rate  was  not  signi- 
ficantly slowed. 

The  pH  values  were  determined  after  the  samples  were  placed  in  test  tubes. 
No  attempt  was  made  to  prevent  equilibration  of  the  sample  with  the  room 
atmosphere.  Thus,  in  all  cases  the  measured  pH  values  are  higher  than  the 
actual  pH  of  both  the  initial  medium  and  the  spent  medium  due  to  loss  of  CO,, 
from  the  medium  on  standing.  An  in-line  pH  electrode  would  provide  a more 
sensitive  measure  of  the  actual  differences  obtained.  In-line  methods  will 
be  carefully  tested  during  our  second  year  of  research  effort  on  development 
of  a biological  detector. 


Optimization  for  Oxygen  Determination 


During  the  performance  of  the  studies  described  in  section  2.4.1,  an 
oxygen  detector  was  not  available.  Since  that  time,  we  obtained  the  use  of  an 
IL  113-01  instrument  used  clinically  for  blood  gas  determinations.  This 
instrument  lias  been  incorporated  into  the  perfusion  schemes  shown  in  Figure  4. 
The  oxygen  tension  of  the  input  medium  is  130  mm  l!g.  We  tested  the  effect  of 
slow  perfusion  rates  on  output  oxygen  content  of  the  medium.  The  culture 


Time  (min) 

Fig.  8.  Kxposure  of  cells  to  nt><!  i um  for  'lifter  • n t periods  "I  time 
bv  stopping  flow. 

An  established  culture  ot  BHK  cells  on  (1SRI  '1  unit  was  pert  used  bv  medium  at 
2 ml /min.  Flow  was  then  stopped  for  tin-  t imes  indicated  >n  the  graph  aheissa. 
After  these  times,  one  ml  of  medium  on  t lie  unit  side  was  removed  bv  a syringe 
attached  to  a stopcock  F (see  Fig.  I ).  Assays  were  pertorrn-d  at  ter  ul  1 samples 
were  i ollected.  Between  each  stopped  t low  period,  t low  was  resumed  at  1 ml/ m i n 
for  10  min. 
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tested  in  these  studies  contained  BHK  cells  on  a GSR1  unit.  The  cells  were  in 
culture  for  2 weeks  prior  to  this  study  and  had  reached  a plateau  in  metabolic 
rate  as  indicated  from  glucose  and  lactic  acid  determinations  made  over  this 
period  of  time. 

In  Figure  9a  is  plotted  the  variation  of  outlet  pO.,  with  perfusion  flow 
rate  Q,  and  in  Figure  9b,  variation  of  ApO,,  with  1/Q.  As  with  lactic  acid 
the  points  in  the  plot  in  Figure  9b  can  be  fitted  to  a straight  line  for  flow 
rates  0.2  ml  or  higher;  a straight  line  indicates  a constant  utilization  rate 
at  these  perfusion  rates.  With  slower  perfusion,  the  cells  use  almost  all 
the  medium  oxygen  and  utilization  rate  seems  to  slow  slightly. 

In  recent  studies  we  have  attempted  to  measure  lactic  acid  excretion, 
glucose  utilization  and  pO  depletion  simultaneously  on  the  same  detector  unit. 
We  chose  a unit  containing  L929  cells  whose  outlet  pO,  was  70  mm  Hg  at  a flow 
rate  of  0.2  ml/min.  Since  the  inlet  pO.,  was  150  mm  Hg,  the  utilization  over 
this  time  was  80  mm  Hg  corresponding  to  m3  pi  0.,/ml  of  medium.  The  utiliza- 
tion rate  is  equal  to  (0.2  ml/min)  x '3  nl/min  or  0.6  pi  /min  for  this  unit. 
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Using  the  known  utilization  rate  of  oxygen  by  L929  cells''  of  7.0  pi  /hr/10 
cells  (obtained  for  unperfused  cultures),  we  calculate  that  this  unit  contains 
5.1  x 10^  cells.  Such  a cell  population  would  be  expected  to  have  a glucose 
utilization  rate  of  ml. 07  pmol/hr  and  a lactic  acid  excretion  rate  of  "2.04 
pmol/hr^-.  At  a flow  rate  of  0.2  ml/min  these  utilization  rates  would  correspond 
to  a lactic  acid  concentration  of  0.170  pmol/ml  and  a glucose  concentration 
of  5.51  pmol/ml  and  a AOD  for  the  colorimetric  test  of  0.019  and  0.006, 
respectively.  These  AOD  are  too  low  to  he  significant  in  the  colorimetric 
tests.  Therefore,  we  would  not  expect  to  be  able  to  measure  glucose  and 
lactic  acid  at  flow  rates  which  would  allow  any  outlet  pO^.  Experimentally, 
we  have  verified  this  conclusion.  Samples  were  collected  from  a unit  con- 
taining L929  cells  whose  effluent  oxygen  content  was  5 mm  Hg  at  a flow  rate 
of  0.35  ml/min.  Under  these  conditions  aliquots  of  effluent  and  reservoir 
medium  were  sampled  and  their  lactic  acid  and  glucose  content  were  measured. 

The  difference  detected  (<0.01  01)  unit)  was  not  significant. 
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Fig.  9a.  Variation  of  pO,,  with  flow  rati'. 

An  established  eulture  of  BHK/21  eel  Is  on  an  Am  iron  3S 1 00  Culture  Foil  was 
perfused  through  the  bore  of  the  fibers  and  then  to  an  oxvgon  meter  (Fig. 

4a) . Oxygen  tensions  were  eont innous lv  reeorded  on  a Sargent  Chart  Reeorder 
and  the  values  given  were  after  no  further  ehange  in  Lite  tension  at  each 
flow  rati'  was  found. 


Fig.  9b.  Variation  of  utilization  rate  with  flow  rate. 

Dependence  of  the  oxygen  tension  on  flow  rate.  With  rates  faster  than  0.2 
tnl/min  essentially  no  variations  in  oxygen  utilization  with  flow  is  found, 
but  at  slower  rates  (in  accord  with  the  lactic  acid  results)  a decrease  in 
oxygen  metabolism  was  observed. 


i 

n 


a 

a 


fai 


2.5  TOXICITY  STUDIES  USING  ARTIFICIAL  CAPILLARY  UNITS 

2.5.1  Toxicity  Studies  on  Cells  in  a Perfusion  Circuit 

Our  initial  studies  were  performed  using  a culture  unit  fed  by  25  ml  of 
medium  in  a reservoir  (Fig.  I) . The  medium  was  allowed  to  flow  through  the 
unit  at  8.5  ml/min  and  returned  to  the  reservoir.  Aliquots  (0.5  ml)  were 
withdrawn  at  hourly  intervals  and  assayed  for  lactic  acid  and  glucose  content. 
Normal  and  toxin-inhibited  metabolic  rates  for  L929  cells  under  such  a system 
are  shown  in  the  curves  in  Figure  10.  As  can  be  seen,  significant  concentra- 
tion changes  for  lactic  acid  and  glucose  are  obtained  by  assaying  at  hourly 
intervals.  Five  time  points  were  chosen  for  convenience  in  doing  the  measure- 
ments as  well  as  to  minimize  the  contact  time  of  the  cells  with  toxin. 
Experiments  were  performed  on  the  same  culture  unit,  one  metabolic  rate  curve 
per  day.  After  each  challenge  with  toxin  the  return  to  normal  or  near  normal 
metabolic  activity  by  the  cells  was  assessed  on  the  following  day  by  the 
procedure  described  above.  Before  a new  dose  of  toxin  was  administered, 
normal  or  nearly  normal  metabolic  activity  was  established.  In  this  study, 
dinitrophenol  toxicity  was  tested  prior  to  iodoacetate  and  a return  to  normal 
metabolic  rate  was  found.  In  these  experiments,  toxin  (iodoacetate  [1  ppm] 
and  dinitrophenol  [2  ppm]  ) was  added  to  the  reservoir  containing  25  ml  of 
DMEM  supplemented  with  1%  FCS . The  toxin-containing  medium  was  circulated 
for  10  min  at  the  above  rate  to  insure  mixing  with  the  residual  medium  in 
the  tubing  and  culture  unit;  then  0.5  ml  aliquots  were  removed  at  the  indi- 
cated times.  During  this  experiment  pH  was  not  controlled  by  Hepes ; therefore, 
the  leveling  off  of  the  curves  may  in  part  reflect  metabolic  inhibition  due 
to  pH  change  at  the  later  times.  Final  pH  was  approximately  6.9. 

The  slopes  of  lines  drawn  from  time,  t=0  to  t=2  hr  in  Figure  10  can  be  used 
to  calculate  the  metabolic  rate  for  the  uninhibited  and  toxin-treatment  con- 
ditions. Uninhibited  cells  utilize  glucose  at  the  rate  of  0.29  umol/min  and 
excrete  lactic  acid  at  the  rate  of  0.17  umol/min.  For  cells  incubated  with 
2 ppm  dinitrophenol  the  rates  are  0.17  and  0.15  umol/min,  respectively.  For 
cells  treated  with  1 ppm  iodoacetate,  the  rates  are  0.064  and  0.11,  respec- 
tively. 
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Fig.  10.  Change  in  Lactic  acid  and  glucose  metabolism  of  1.929  cells 

after  treatment  with  d in i t ropheno 1 (DNP)  and  iadoacetate  (LAC). 

The  L929  cells  were  maintained  by  perfusion  as  in  Fig.  1 with  a reservoir 
containing  25  ml  DM EM  + 10%  FCS  with  or  without  toxin.  At  the  hourly 
intervals  shown  0.5  ml  aliquots  of  the  medium  were  withdrawn  from  the 
reservoir  and  assayed  for  lactic  acid  and  glucose.  The  conditions  of 
testing  were  as  describe^  in  the  text.  At  the  conclusion  of  the  iodo- 
acetate  study,  %50  x 10  cells  we’-e  recovered. 
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From  Figure  10  a metabolic  rate  decrease 
even  at  the  initial  time  points.  Therefore,  at  least  for  the  metabolic 
toxins,  iodoacetate  and  dinitrophenol,  rapid  response  could  be  detected  if 
the  detector  could  be  made  more  sensitive.  Two  methods  of  achieving  a more 
rapid  detector  response  arc  evident  from  consideration  of  the  curves  in 
Figure  10  and  the  mode  in  which  the  detector  was  operated.  If,  instead  of 
25  ml  in  the  reservoir  flask  onLy  1 ml  could  be  circulated,  the  detection 
time  could  be  decreased  to  as  little  as  12  min.  A second  method  of  decreasing 
the  response  time  in  such  a circuit  requires  a proportionate  increase  in  the 
sensitivity  of  the  assay  method.  That  is,  by  a tenfold  increase  in  the  sensi- 
tivity of  the  lactic  acid  assay  (an  achievable  objective  using  a fluorimetric. 
method),  aliquots  taken  from  t=0  to  t=l  hr  would  have  sufficient  lactic  acid 
to  give  a significant  optical  density.  Thus,  the  inhibited  and  uninhibited 
metabolism  of  the  cells  could  be  compared.  A third  method  would  be  to 
increase  the  utilization  rate/unit  time  by  increasing  the  number  of  cells  on 
the  unit. 


2.5.2  Toxicity  Studies  on  Cells  Using  Once-Through  Perfusion 

2. 5. 2.1  Lactic  Acid  Excretion  Studies 

A preferred  system  would  alLow  media  to  flow  from  a reservoir  through 

the  unit  and  then  to  waste.  For  such  an  approach  to  be  feasible,  the  flow 

rate  must  be  slow  enough  that  inordinate  amounts  of  medium  are  not  required 

to  perfuse  the  unit  and  so  that  buildup  or  depletion  of  metabolites  in  the 

medium  is  large  enough  to  be  detected  with  accuracy.  Furthermore,  for  the 

MUST  detector,  a 5-30  min  response  time  was  set  as  a desired  goal.  We  have 

been  testing  the  most  highly  toxic  components,  studied  by  other  toxicity 

criteria  in  the  MUST  program,  namely,  o-toluidine,  N ,N-d iethy 1 -m-toluamide 

and  phenol,  rather  than  dinitrophenol  and  iodoacetate.  In  addition,  potassium 

cyanide  was  used  as  an  example  of  a well-known  acute  toxin.  I’he  dose  which 

inhibits  growth  to  50%  of  the  control  value  (EC  ) found  for  these  toxins  are  26, 

27  JU 

119  and  50  ppm,  respectively  . In  these  tests,  BHK  cells  were  first  grown 
in  duplicate  capillary  culture  units  in  the  perfusion  circuit  of  Figure  1 
until  a plateau  in  metabolic  activity  was  reached.  The  unit  was  then  placed 


*_  - » A M-Pl  . 


J 


*v  , 


in  the  perfusion  scheme  shown  in  Figure  2a  and  perfusion  with  1%  serum- 
containing  medium  was  begun  at  a flow  rate  of  0.120  ml/min.  This  medium  was 
allowed  to  go  to  waste  after  perfusing  the  unit.  bach  challenge  with  toxin 
was  begun  by  flushing  the  old  medium  from  the  tubing  at  1 ml/min  for  10  min 
using  the  toxin-containing  medium.  Then  operation  at  0.05  ml/min  was  initiated 
in  order  to  maximize  the  lactic  acid  response.  After  5,  10,  15,  20,  25,  30, 
and  35  min,  the  medium  which  had  flowed  through  Lhe  fibers  was  collected  from 
a syringe  attached  to  a three-way  Luer  stopcock  located  immediately  after  the 
culture  unit.  Before  and  after  each  challenge  with  toxin-containing  medium, 
the  same  medium  without  toxin  was  allowed  to  pass  through  the  fibers,  and 
samples  were  collected  as  above  to  establish  a "normal"  metabolic  rate  in  the 
absence  of  toxin.  The  lactic  acid  content  of  the  samples  was  then  determined. 
These  results  and  the  average  utilization  rates  are  given  in  Table  3 for  o- 
toluidine  and  Table  4 for  N,N-diethyl-m-toluamide.  The  results  are  averages  of 
the  two  determinations  on  two  different  culture  units  containing  BHK  cells  and 
maintained  identically.  Deviations  were  less  than  10%. 

In  some  cases,  the  early  time  points  listed  in  these  tables  show  an 
upward  drift  due  to  equilibration  of  the  lactic  acid  with  the  dead  volume  in 
the  shell  side  of  the  unit.  When  medium  was  introduced  through  the  bore  at 
high  flow  for  about  10  min,  most  of  the  lactic  acid  in  the  shell  volume  was 
dialyzed  out,  while  the  toxin  diffused  in.  After  this  exposure,  the  flow  was 
slowed  to  permit  measurement;  during  this  analysis  period,  not  only  the  bore 
volume  but  also  the  shell  volume  increases  in  lactic  acid  concentration.  When 
the  fast  "maintenance"  flow  is  restored  (this  fast  flow  was  also  used  to 
supply  oxygen  to  all  the  cells  on  the  culture  units),  the  accumulated  lactic 
acid  in  the  shell  again  dialyzes  out.  It  takes  about  15  min  to  reach  steady 
state  equilibrium  when  the  Amicon  units,  with  their  2.6  ml  dead  volume,  are 
used  (as  they  were  for  these  experiments).  After  a steady  state  level  was 
reached,  further  drift  did  not  occur  over  the  measurement  time  course. 

No  oxygen  meter  was  available  to  us  when  the  above  experiments  were  per- 
formed. Thus,  we  did  not  know  at  that  time,  that  the  outlet  oxygen  content 
of  the  medium  at  this  flow  rate  was  probably  zero  and  that  some  portion  of 
the  cell  population  was  in  oxygen  debt.  These  conditions  have  been  subsequently 
confirmed  by  use  of  an  oxygen  meter.  Since  the  control  unit  (no  toxin)  was 
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Table  3 


Effect  of  o-Toluidine  on  BHK  Cells:  Lactic  Acid 

Excretion  (pmols/hr) 


concentration  of  o-toluidine 


time  0 ppm 


(min) 

0 ppm 

l_P£m 

(Repeat ) 

10_Q] 

5 

5.91 

4.80 

6.84 

0. 

10 

7.56 

5.22 

6.87 

0. 

15 

9.63 

5.49 

6.87 

1 . 

20 

10.32 

5.  55 

6.45 

1 . 

25 

10.71 

5.76 

6.60 

1 . 

30 

10.71 

5.91 

7.02 

1 . 

35 

10.71 

6.18 

6.45 

1 . 
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Table  4 


Effect  of  N,N-diethyl-m-toluamide  on  BHK  Cells: 
Lactic  Acid  Excretion  (umol/hr) 


time 


• 


concentration  of  N,N-diethyl-m-toluamide 


lin) 

0 ppm 

1 ppm 

10  ppm 

100  ppm 

1000  ppm 

10 

5.76 

2.88 

3.72 

2.76 

1.23 

15 

7.95 

3.72 

5.37 

3.03 

1.50 

20 

8.22 

5.49 

5.64 

3.03 

1.68 

25 

8.25 

6.18 

6.06 

2.88 

1.68 

30 

8.52 

6.72 

6.06 

2.88 

1.92 

35 

8.79 

6.73 

6.18 

3.03 

2.07 
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operated  under  flow  conditions  identical  to  those  for  toxin-perfused  units, 
results  can  still  be  compared,  unless  it  is  found  that  the  slow  flow  induces 
a metabolic  abnormality,  and  that  this  abnormality  combines  with  the  toxic 
effect  to  vitiate  the  response.  We  feel  that  the  slight  lowering  of  metabolic 
rate  when  either  N,N-diethyl-m-toluamide  or  o-toluidine  is  perfused  through 
the  culture  unit  is  an  indication  of  a cellular  toxic  response  to  these  com- 
pounds . 

More  sophisticated  experiments  are  now  being  performed  to  elicit  a toxic 
response  of  cells  maintained  in  a once-through  perfusion  system.  In  these 
studies  described  below  oxygen  uptake  is  monitored  continuously. 


2. 4. 2. 2 Oxygen  Utilization  Studies 

The  effect  of  various  toxins  (cyanide,  o-toluidine,  iodoacetate)  on  the 
oxygen  utilization  rates  of  cells  on  hollow  fibers  was  measured  using  the 
once-thrc  ■.  ,h  perfusion  modes  of  Figures  4a  and  4b.  Medium  contained  1%  calf 
serum  and  was  buffered  by  Hepes  (initial  pH  7.3).  The  medium  with  toxin  and 
control  medium  without  added  toxin  were  allowed  to  flow  through  the  artificial 
capillary  unit  at  0.25  tnl/min.  The  first  series  of  experiments  used  the  per- 
fusion scheme  of  Figure  4a  through  the  fiber  bore;  in  the  second  series,  medium 
was  perfused  through  the  shell  as  shown  in  Figure  4b.  In  the  later  experiments, 
prior  to  perfusion,  the  shell  medium  was  replaced  with  the  same  medium  used  for 
the  perfusion  in  order  to  demonstrate  the  real-time  necessary  to  elicit  a 
cellular  metabolic  response  following  toxin  exposure. 

Toxins  were  iodoacetate  at  100  ppm,  cyanide  at  6.5  and  0.65  ppm  and 
o-toluidine  at  100  ppm  and  28  ppm.  With  o-toluidine  no  response  of  either 
L929  or  BHK  cells  was  seen  over  3 hr  when  medium  carrying  the  o-toluidine  was 
allowed  to  flow  through  the  capillary  fiber  bore.  However,  when  the  medium 
in  the  shell  was  replaced  with  o-toluidi  ne,  at  28  ppm  and  100  ppm,  a decline 
in  oxygen  utilization  occurred  within  10  min  (Figs.  11  and  12a)  although  simple 
replacement  of  the  shell  medium  (Fig.  12b)  did  not  alter  the  oxygen  utilization 
rate  of  the  cells  significantly.  A similar  decrease  in  oxygen  utilization  is 
found  when  cyanide-containing  medium  is  either  perfused  through  the  shell  or 
through  the  bore,  shown  in  Figure  13  and  Figure  14,  respectively.  The  response 
to  cyanide  is  much  slower  when  the  shell  medium  is  not  replaced  (Fig.  13)  than 
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Fig.  12.  Change  in  the  oxygen  utilization  rate  of  Bh'K  cells  on  an  artificial 
capillary  unit  after  exposure  to  100  ppm  o-tol uid i no . 

Part  A:  BHK  cells  on  an  Amicon  3S100  unit  were  perfused  at  0.25  ml /min  bv 

medium  containing  100  ppm  o-toluidine,  using  the  perfusion  mode  shown  in 
Fig.  4a.  The  extracapillary  medium  was  replaced  bv  medium  containing  o- 
toluidine  at  50  min  and  then  perfusion  was  continued. 

Part  B:  Illustrates  that  change  of  the  ext raeapi 1 1 ary  medium  does  not 

significantly  affect  the  oxygen  utilization  rate.  The  medium  without  was 
changed  at  70  min.  By  100  min  the  utilization  rate  of  oxygen  bv  the 
cells  had  returned  to  the  prechange  level,  whereas  when  medium  with  toxin 
was  added  as  in  Part  A,  a decrease  in  0 utilization  was  found. 
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Figure  13.  Change  in  the  oxvgen  u 
exposure  to  0.65  ppm  s< 
the  bore. 
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Pig.  14.  Change  in  the  oxygen  ut  il  izat  ion  rati.'  oi  I5HK  eel  Is  alter 
exposure  to0.b5ppm  sodium  evanide:  perl  us  ion  through  tin' 

she  l l . 

BHK  sells  on  a CSRI  ::  I eulture  unit  wert  exposed  to  eyan  ide-eonta  ining 
medium  at  t=90  min  bv  perlusion  through  t hi'  unit  sin'll  (perl  us  ion  mode 
shown  in  Fig.  4b).  Perfusion  was  maintained  at  0.1  ) ml /min  by  a 
Harvard  syringe  pump. 
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when  exposure  is  immediate  (Fig.  1.4).  The  result  is  expected  since  the  equili- 
bration of  the  bore  fluid  with  the  shell  fluid  is  necessary  in  the  perfusion 
mode  of  Figure  4a.  In  addition,  the  toxin  concentration  could  be  lower  due 
to  adsorption  of  the  toxin  to  the  capillary  walls.  A similar  result  is  found 
for  the  toxic  effect  elicited  from  BHK  cells  by  iodoaeetate.  Figure  15  shows 
the  effect  on  oxygen  utilization  when  the  medium  containing  iodoaeetate  is 
perfused  through  the  fibers  only;  Figure  16,  the  effect  when  the  medium  in 
the  shell  is  replaced  by  iodoaeetate. 

The  lack  of  response  of  the  cells  to  o-toluidine  when  the  medium  is  perfused 
only  through  the  liber  bore  may  be  due  to  adsorption  of  the  o-toluidine  by  the 
polysulfone  fibers  of  the  Amieon  unit  used  in  these  studies.  Significant  adsorp- 
tion could  prevent  toxin  from  contacting  the  cells  or  it  could  lower  the 
exposure  dosage  to  a nontoxic  level.  For  detection  of  such  weak  toxins, 
direct  exposure  of  the  cells  in  the  capillary  units  may  be  necessary. 

!■»  The  reversibil ity  of  the  response  has  been  demonstrated  in  one  experiment 

performed  using  o-toluLdine  as  the  toxic  component  in  the  medium  (Fig.  17).  In 
this  experiment  the  shell  medium  was  replaced  with  o_-to  luidine-containing 
medium  (at  28  ppm)  and  the  response  was  followed  until  oxygen  utilization  was 
almost  completely  inhibited.  The  shell  medium  was  then  replaced  with  medium 
without  o-toluidine.  A return  to  the  preexposure  utilization  rate  occurred. 

3 . CONCLUSIONS 

Cultures  of  BHK  or  L929  cells  can  be  established  on  the  capillary  culture 
units  in  one  week  (or  less)  after  the  initial  seeding.  After  a plateau  in 
growth  is  reached,  the  cells,  as  indicated  by  their  metabolic  rate  do  not  seem 
to  be  harmed  by  a reduction  in  serum  content  of  the  medium  from  107  to  1%. 

The  culture  can  be  maintained  on  17  serum  at  a flow  rate  of  0.120  ml /min  for 
at  least  three  davs  using  a once-throngh  perfusion  scheme.  Acute  toxic  dosage 
can  be  sensed  almost  immediately  bv  monitoring  changes  in  the  effluent  medium's 
lactic  acid  or  oxygen  content,  provided  that  (1)  the  flow  rate  is  slow  enough 
and  (2)  the  toxin  is  in  direct  contact  with  the  cells.  By  perfusing  an 
established  cell  culture  (witere  cells  adhere  firmly  to  the  fibers)  through  the 
shell  of  the  capillary  unit,  the  latter  condition  can  he  met. 
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nge  in  the  oxygen  utilization  rate  of  BHK  cells  after  exposure  to  100  ppm  iodoaceta  e: 
fusion  through  the  shell. 


Fig.  lb.  Change  in  the  oxygen  utilization  rate  of  BHK  cells  after  exposure 
to  100  ppm  iodoacetate:  perfusion  through  Lhe  shell. 

BHK  cells  on  a GSRI  :1  culture  unit  were  perfused  through  the  shell  ports  by 
medium  containing  100  ppm  iodoacetate  (freshly  prepared).  The  medium  in  the 
shell  was  replaced  at  t-40  min  bv  the  iodoacetate-containing  medium  before 
beginning  the  perfusion  at  a rate  of  0.25  ml/min  (Harvard  pump). 
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Fig.  17.  Change  in  the  oxygen  utilization  rate  of  cells  after  exposure 
to  o-toluidine:  reversibility  of  the  response. 

BHK  cells  on  an  Amicon  3S100  unit  were  perfused  through  the  shell  (perfusion 
mode  of  Fig.  4b)  with  DMEM,  1%  CS , 10  mM  Hepes.  At  the  arrow  41  the  medium 
in  the  shell  was  changed  to  the  same  medium  containing  28  ppm  o-toluidine 
and  perfusion  with  this  medium  through  the  shell  also  was  begun.  At  arrow 
42  (70  min),  the  o-toluidine-containing  medium  was  replaced  by  medium  without 
toxin  and  perfusion  was  continued.  Perfusion  was  at  0.27  ml /min  maintained 
by  a Sage  Instruments  Syringe  pump. 
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